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A  series  of  experiments  have  been  performed  to  demonstrate  the  application 
of  Particle  Image  Velocimetry  (PIV)  to  turbomachinery  flows.  The  tests  were  per¬ 
formed  at  transonic  speeds  on  a  fully  annular  engine  size  turbine  nozzle  guide 
vane.  The  vane  cascade  was  installed  in  a  short  duration  Isentropic  Light  Piston 
Cascade  (ILPC)  test  facility  operating  with  high  inlet  turbulence  levels. 

The  technique  has  been  shown  to  map  the  whole  flow  field  with  a  resolution 
of  0.5  mm.  The  quality  of  the  results  obtained  are  not  significantly  affected  by 
local  turbulence  rates.  The  accuracy  of  the  measurements  is  put  at  around  4%  of 
absolute  velocity  and  is  limited  by  the  quality  of  the  image  on  the  film  plane. 

The  velocities  derived  from  the  PIV  images  have  been  compared  with  pre¬ 
dictions  from  a  three-dimensional  viscous  numerical  calculation.  It  is  shown 
that  the  experimental  and  predicted  results  are  in  good  agreement.  It  is  con¬ 
sidered  that  this  technique  has  considerable  potential  in  application  to  turbo¬ 
machinery  flow  field  diagnostics. 
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The  Application  of  Particle  Image  Velocimctiy  (PIV) 
in  a  Short  Duration  Transonic  Annular  Turbine  Cascade 


•  P.J.  Bryanslon-Cross 
•C.E.  Towers 
•T.R.  Judge 
»D.P.  Towers 

Department  of  Engineering 
University  of  Warwick 
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ABSTRACT 

A  series  of  experiments  have  been  performed  to 
demonstrate  the  application  of  Particle  Image  Velocimetry  (PIV) 
to  turbomachinery  flows.  The  tests  were  performed  at 
transonic  speeds  on  a  fully  annular  engine  size  turbine  nozzle 
guide  vane.  The  vane  cascade  was  installed  in  a  short 
duration  Isentropic  Light  Piston  Cascade  (ILPC)  test  facility 
operating  with  high  inlet  turbulence  levels. 

The  technique  has  been  shown  to  map  the  whole  flow 
field  with  a  resolution  of  0.5  mm.  The  quality  of  the  results 
obtained  are  not  significantly  affected  by  local  turbulence 
rates.  The  accuracy  of  the  measurements  Is  put  at  around  4% 
of  absolute  velocity  and  is  limited  by  the  quality  of  the  image 
on  the  film  plane. 

The  velocities  derived  from  the  PIV  images  have  been 
compared  with  predictions  from  a  three-dimensional  viscous 
numerical  calculation.  It  is  shown  that  the  experimental  and 
predicted  results  are  in  good  agreement.  It  is  considered  that 
this  technique  has  considerable  potential  in  application  to 
turbomachinery  flow  field  diagnostics. 

1.  INTROPUaiON 

Optical  diagnostics  have  now  become  essential  tools  in 
turbomachinery  fur  collecting,  non-intrusively,  velocity  data  of 
transonic  airflows  within  the  blade  row.  Laser  anemometry  in 
particular  has  become  a  routine  test  tool  of  which  the  two  most 
established  methods  are  L2F  (laser  two  focus,  Schodl,1986)  and 
laser  doppler  velocimetry,  Strazisar(1986) 

Both  methods  make  single  point  measurements,  whereas 
PIV  is  capable  of  collecting  data  in  an  entire  plane  of  the  flow 
field.  In  the  case  of  L2F,  significant  periods  of  lime  can  be 
required  to  construct  a  two-dimensional  velocity  map  of  the 
flow-field.  This,  for  a  continuously  running  test  fadlity,  can 
present  the  user  with  a  prohibitive  cost  or,  in  the  case  of  a 
transient  running  facility,  severely  restrict  the  data  which  can 
be  collected.  L2F  is  also  difflcult  to  use  in  a  high  turbulence 
environment. 

*Oepartiiient  of  Engineering  University  of  Warwick, 
Coventry,  UK 


S.P.  Harasgama 

S.T.  Hopwood 

Propulsion  Department 

Royal  Aerospace  Establishment 

Pyestock 

Famborough 

HAMPSHIRE,  U.IC 


PiV  as  a  tecimique  was  first  described  in  the  literature 
ten  years  ago  by  Meynart  (1980).  The  origirral  concept  was  to 
create  a  plane  of  light  with  a  ruby  pulse  laser  and  photograph 
the  motion  of  particles  within  in  it.  The  laser  was  uskl  to  form 
a  double  image  of  10  micron  particles  within  a  low  speed  water 
flow.  Having  developed  the  particle  images  on  a  film  they  were 
then  re-illuminated  with  a  focussed  contliruous  wave  laser.  If 
the  re-illumination  lasw  passed  through  a  pair  of  particle 
images  Young's  interferometric  fringes  were  formed.  The 
spacing  of  the  fringes  is  proportional  to  tire  velocity  of  the 
particle  and  the  particle  direction  is  orthogonal  to  the 
orientation  of  the  fringes.  An  extensive  review  of  the  many 
parameters  involved  in  the  application  of  PIV  have  been  made 
by  Riethmuller  (1988). 

Historically  it  has  been  the  analysis  of  the  PIV  data, 
stored  on  35  nun  film  and  containing  of  the  order  of  10  Mbytes 
of  data,  which  has  presented  a  computing  bottleneck.  However 
computational  image  processing  algorithms  cortsidered 
imp^ible  a  few  years  ago  are  now  conunonplace.  The 
processing  of  PIV  Images  is  now  soluble  using  direct  digital 
computational  approaches.  The  method  of  data  reduction 
applied  in  this  paper  is  similar  both  to  a  method  first  reported 
by  Coss  (1989)  and  a  direct  video  approach  to  PIV  using  a  SIT 
(silicon  inlensiPied  tube)  camera  developed  by  Wemet  at  NASA 
Uwis  (1989). 

To  follow  a  transonic  airflow  a  seeding  particle  must  be 
of  sub- wavelength  diameter,  as  demonstrated  by  Mailing 
(1986).  A  great  deal  of  work  exists  rebting  to  the  light 
scattering  properties  of  such  particles.  The  MIe  light 

scattering  theory  is  described  in  detail  in  Boni  &  Wolf  (1959) 
and  Van  de  Hulsl(1957). 

An  excellent  review  of  different  seeding  techniques  for 
laser  velocimetry  has  been  pubibhed  by  Patrick  (1981). 
Adrain  (1985)  states  that  there  b  a  limiting  balance  between 
the  amount  of  light  scattered  from  a  particle  and  the  speed  and 
resolution  of  the  Him  required  to  image  it.  Thb  b  of 
particular  importance  when  sub-micron  particles  are  considered 
because  the  amount  of  light  being  collected  b  close  to  the 
minimum  detection  sensitivity  of  the  camera  and  film 

combination,  which  has  a  direct  effect  on  the  application  of  the 
technique  to  turbomachinery.  Tire  calcubtions,  though  based 
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on  fuiKt.iinent.il  opiicnl  wave  theory,  are  empirically  derived 
and  do  itul  take  into  account  the  effect  of  simple  geometric  lens 
aberrations  as  found  in  most  conventional  commercial  lenses. 
As  a  result  of  this  the  potential  sensitivity  of  the  technique  has 
been  underestimated,  this  is  demonstrated  in  Section  4  below. 

PIV  as  applied  by  Bryanston-Cross  4c  Epstein  (1990) 
and  now  developed  further  at  RAE  has  shown  that  it  is  possible 
to  measure  a  wliole  two-dimensional  field,  instantaneous 
qiianlitalive  map  of  the  velocity  and  flow  direction  within  a 
transonic  annular  turbine  cascade.  Further  experiments  also 
show  that  PIV  can  be  used  with  very  low  light  levels  which  can 
result  in  its  use  with  lower  power  lasers  and  at  greater 
working  distances  than  has  hitherto  been  possible. 

2.  EXPERIMENTAL  FACILITY  AND  MEASUREMENT 

TECHNIQUE 

Tills  section  describes  the  short  duration  annular 
turbine  test  facility  and  the  PIV  system  as  used  therein. 

2.1  The  Isentropic  Light  Piston  Cascade  (ILPC) 

The  Isentropic  Light  Piston  Cascade  (ILPC)  is  a  siiort 
duration  lest  facility  capable  of  accommodating  an  engine  size 
fully  annular  set  of  turbine  nozzle  guide  vanes.  The  facility 
utilises  a  light  piston  to  iseniropically  compress,  and  therefore 
heal,  tile  lest  gas  (air)  prior  to  discharging  it  over  the  set  of 
turbine  vanes.  The  piston  is  driven  along  a  honed  steel  tube 
by  high  pressure  air  (Fig  1)  and  once  the  desired  operating 
pressure  is  reached  a  fast  acting  valve  (plug  valve)  is  opened 
allowing  the  air  to  flow  over  the  blades.  The  facility  simulates 
the  correct  aero-thermal  environment  of  the  real  engine  for 
O.5-L0  seconds.  A  detailed  description  of  the  facility  is  given 
by  Brooks  et  a  I  (1985) 


GilE  ViLVESitoiii 
fOR  SEtliMC.  ir'  E' 

IHROai  area  a,» 


Fijurc  I  ■  ILPC  TRRiKt 

For  the  present  tests  the  facility  was  operated  with  a 
turbine  vane  cascade  with  an  exit  Mach  number  of  0.93  and 
Reynolds  number  of  3  x  10^.  The  facility  was  operated  with  a 
gas  temperature  of  335K  for  the  PIV  tests.  The  turbine  vanes 
were  manufactured  in  PERSPEX  and  the  outer  wall  machined 


down  to  be  klentical  to  Die  annulus  profile.  The  final  wall 
thickness  was  around  It)  mm  and  operated  as  a  thin  cylindrical 
lens  fur  the  PIV  tests.  Fig  2  shows  a  photograph  of  the 
nozzle  guide  vanes  mount^  in  a  carrier  cassette  prior  to 
inserting  the  test  blades  into  the  rest  of  the  fully  annular  vane 
ring.  1'he  tests  were  performed  with  a  turbulence  grid 
upstream  up  the  vane  row  which  gave  an  inlet  free-stream 
turbulence  level  of  around  6%  as  measured  with  a  Hot-Wire 
anemometer. 


Figure  2  View  of  PERSPEX  Nozzle  Guide  Venes 

2.2  PIV  System 

Much  of  the  experimental  method  developed  by 
Bryanston-Cross  &  Epstein  (1990)  has  been  found  to  be 
directly  applicable  to  the  tests  performed  on  the  ILPC  turbine 
facility.  A  commercial  particle  generator  was  used  to  fill  the 
pump  lube  with  seeding  panicles  prior  to  the  run  and  a 
Neodymium-Yttrium  (Nd/Yag)  laser  used  to  form  the  light 
sheet.  The  SOOnm  diameter  styrene  seeding  panicles  used  for 
seeding  the  flow  were  nvide  from  the  description  given  by 
Hunter  &  Nichols  (1985). 

There  were  however  several  major  differences:- 

i  The  ILPC  consisted  of  a  fully  annular  engine  size  nozzle 
guide  vane  cascade  operating  at  transonic  flow  speeds  and  with 
a  nin  time  of  around  1.0  second. 

ii  The  optical  access  for  the  Nd/Yag  laser  beam  was 
restiicled  to  a  hollow  8inm  outer  diameter  turbulence  bar 
positioned  4.5  axial  chords  upstream  of  the  blade  row. 

iii  The  camera  viewing  window  for  the  cascade  was  made 
from  two  joined  sections  of  perspex.  The  window  also  carried 
both  the  radius  of  the  annular  cascade  and  an  amount  of 
cascaile  [xissagc  contouring  on  its  wall  profile. 

iv  The  whole  opieration  was  conducted  from  a  remote 
station. 

2.3  Hierarchical  PIV  System  Evaluation 

To  ensure  the  successful  operation  of  the  PIV  optical 
system  it  was  evaluated  in  a  hierarchical  manner  adding  one 
level  of  complication  at  a  time  until  the  complete  system  was 
constructed.  PIV  is  simpler  to  apply  to  transonic  flows  than 
many  optical  diagnostics  because  each  element  of  the  technique  , 
can  be  treated  as  an  Independent  variable  and  tested  as  an 
isolated  component. 
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i  The  Nd/Yag  laser  was  first  evaluated  generating  a 
0.3  mni  thick  by  20  nun  wide  laser  light  sheet.  A  source  of 
dielectrically  coated  mirrors  was  locat^  and  a  series  of  tests 
were  made  at  very  high  laser  intensities  to  find  if  the  coatings 
would  damage.  The  results  indicated  tliat  the  coatings  were 
adequate  for  the  present  tests. 

ii  The  particle  seeder  was  used  to  introduce  500  nm  low 
speed  styrene  seeciing  particles  into  the  light  sheet  and  an 
80  mm  leivs  to  image  the  iiaiticles  within  the  light  sheet. 

iii  The  system  was  then  set  up  with  the  test  blade  row  on 
an  optical  table  outside  the  rig  facility.  The  seeder  was 
directed  through  the  blade  row  and  PIV  images  were  recorded 
using  the  35  mm  camera.  The  laser  power  output  was  normally 
30  mj /pulse  and  it  was  found  that  despite  the  effects  of 
curvature  and  backginund  scattered  light  a  clear  PIV  image 
could  be  recorded. 

iv  I'he  laser  beam  was  then  used  to  fonu  the  tight  sheet 
through  a  hollow  8  mm  diameter  turbulence  bar.  This  was 
achieved  by  cutting  a  window  in  the  bar  and  mounting  a 
dielectric  5  mm  mirror  inside  the  bar  to  turn  the  beam.  Again 
it  was  found  possible  to  form  the  0.3  mm  width  light  sheet  and 
record  a  PIV  image  through  the  cascade  perspex  wiirdow,  as 
shown  in  fig  3. 

V  The  whole  system  was  then  reassembled  in  the  annular 
cascade  and  a  series  of  low  speed  runs  were  made.  These 
being  successful  the  transonic  tests  were  started. 


vi  The  seeding  particles  were  introduced  into  the  pump 

tube  prior  to  the  run  and  the  piston  utilised  to  "push"  the 
seeded  flow  over  the  blade  row. 
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2.4  Laser  System 

The  frequency  doubled  NdYag  laser  produces  two  10  ns 
0.1  J  pulses  which  can  been  separated  over  the  range  50nsec 
to  100  microsecs  at  a  wavelength  of  532  nm.  The  Nd/Yag 
double  pulse  firing  system  had  been  previously  only  applied  to 
holographic  lasers.  It  was  develop^  specifically  for  a  PIV 
application  jointly  with  a  coinnrercial  laser  manufacturer. 

Several  properties  of  the  Nd/Yag  bser  helped  in  making 
the  PIV  imaging  tests  successful. 

i  The  solid  state  Nd/Yag  pulse  has  a  well  defined  Gaussian 
beam  profile,  which  was  focused  to  produced  a  laser  sheet  of 
light  0.3  mm  thick.  A  'bum'  pattern,  obtained  by  placing  a 
piece  of  laser  analysis  paper  in  the  laser  light  sheet,  was  used 
to  confinn  the  quality  and  width  of  the  light  plane. 

ii  The  wavelength  of  the  frequency  doubled  Nd/Yag  laser 
was  532  nm.  I'he  Mie  theory  shows  that  the  size  of  a 
sub-micron  particle  is  related  logarithmically  to  its  ability  to 
scattered  light.  Thus  halving  the  particle  size  from  500  nm  to 
250  nm  theoretically  will  produce  a  reduction  by  an  order  of 
magnitude  in  scattered  light  which  can  be  collected  in  the 
side-scatter  mode  of  detection.  The  frequeiKy  doubled  Nd/Yag 
laser  because  of  its  shorter  wavelength  has  a  greater  Mie 
scattering  efficiency  for  sub-wavelength  particles  than  the 
alternative  Ruby  pulse  laser  which  operates  at  695  nm. 

iii  A  significant  (X>int  made  by  Kompenhans  et  al  (1986)  is 
that  a  Nd/Yag  laser  can  be  run  in  an  open  lase  mode  al  a 
repetition  rate  of  10  Hz;  ntaking  the  alignment  of  the  optical 
system  a  simple  task.  With  imaging  focal  plane  deptlis  which 
are  of  the  same  thickness  as  the  light  sheet,  a  significant  error 
can  be  generated  by  an  out  of  focus  image. 

iv  All  the  high  resolulion/high  speed  photographic  films 
investigated  (or  this  work  lave  bMii  found  to  liave  a 
wavelength  cut-off  in  the  650  nm  region,  making  them  suitable 
only  for  application  with  lasers  of  shorter  wavelengllis. 

2.5  Data  Reduction  System 

The  PIV  invige  can  be  viewed  directly  on  35  mm 
photographic  negatives;  each  image  has  approximately  200  to 
500  particle  pairs.  Several  systems  have  bmn  evolved  for  the 
processing  of  PIV  data.  Tlie  first,  evolved  by  Meynart  (1980), 
used  an  optical  Fourier  transform  to  convert  the  particle  data 
into  essentially  velocity  and  direction  data.  This  is  an  elegant 
solution  often  used  when  the  particle  density  in  the  flow  is 
high,  but  not  applicable  to  the  sparse  se^ed  case  found 
experimentally  in  transonic  flows.  The  method  used  to  process 
the  present  data  applies  a  digital  image  processing  technique 
developed  around  a  vkleo  capture  system,  as  shown  in  Fig  4. 

Essentially  a  standard  photographic  enlarger  has  been 
used  to  project  a  5  to  10  times  enlarged  image  directly  onto  a 
Charge  CToupled  Device  (CCD)  camera  face.  I'he  spacing  of  the 
pixels  in  the  camera  is  approximately  16  microns  and  the  image 
on  the  35  mm  film  is  actual  size.  Thus  the  digital  picture 
presented  by  the  camera  lias  a  resolution  of  between  1  and  2 
microns/pixel.  Tlie  PIV  image  was  moved  across  the  CCD  face 
with  the  use  of  two  mirrors  mounted  on  computer  controlled 
galvonometers.  This  made  it  possible  for  a  particle  pair  image 
to  be  viewed  on  one  complete  screen  of  a  TV  monitor.  The 
position  of  the  particles  were  then  logged  and  stored  in  a 
computer.  At  an  enlarger  nugnification  of  five  the  35  mm  film 
frame  is  ei|uivalent  to  approximately  4U0  individual  TV  frames. 
To  process  one  PIV  whole  field  image  requires  the  analysis  of 
all  these  4(X)  frames.  Currently  the  time  needed  to  do  this 
represents  the  slowest  part  of  the  technique. 


TM  P  1203 


6 


Fipurr  4  LMa  RoduciKwi  System 


In  the  cases  presented  the  film  has  been  processed  in  a 
semi-manual  nit'inner.  in  that  an  operator  has  moved  the  film 
viewing  one  TV  frame  at  a  time.  The  operator  moved  the 
screen  cursor  to  the  first  of  a  particle  pair.  The  computer 
then  computed  the  optical  centre  of  the  particle.  Tlie  operator 
then  moved  the  cursor  onto  the  second  particle  in  the  pair. 
The  computer  was  then  used  to  find  the  centre  of  the  points, 
log  their  position  and  compute  the  angle  and  speed  of  the 
particle.  This  type  of  system  allowed  initially  a  very  simple 
image  diagnostic  tool.  It  was  possible  to  view  directly  tite 
invages  of  the  particles  at  a  micron  resolution  level  which  made  it 
ptissihle  to  assess  the  signal  to  noise  level  of  the  films  and  to 
calculate  the  image  size. 

An  example  of  a  unprocessed  PIV  35  mm  photographic 
image  is  shown  in  Figure  5.  In  this  image  it  is  possible  to 
identify  the  particle  image  pirs,  the  spcing  between  which 
changes  with  their  speed.  The  data  are  then  logged  one  TV 
frame  at  a  time;  the  digital  image  shown  In  Fig  6  is  an  example 
of  one  such  frame.  The  data  can  then  be  replotted  as  a  vector 
field. 


Figure  5  Rew  PIV  35mm  Negetive 


The  best  results  came  from  images  with  between  200  to 
300  prticles  in  a  15  mm  x  20  mm  area.  Tlie  size  of  the  prticle 
image  was  between  15  to  40  pixels  in  diameter.  The  ideal  laser 
pulse  sepration  was  found  to  be  that  which  produced  an  image 
distance  between  particles  of  300  pixels.  Tlie  exceptions  to 
this  were  specific  measurements  made  around  the  leading  edge 
of  the  blade,  where  prticle  velocities  were  much  slower  and 
longer  laser  pulse  separations  were  used.  An  imaging  system 
of  1:1  was  u^  on  the  camera  and  a  magnification  of  ten  in  the 
enlargement/projeclion  stage. 

2.6  Error  Analysis 

The  accuracy  of  the  PIV  system  can  be  determined  by 
direct  measurement  of  an  individual  prticle  pair.  Typically 
the  image  of  the  prticle  both  for  the  RAE  test  and  for  the 
prior  lal^ratory  evaluation  at  MIT  was  found  to  be  60  microns 
in  diameter  and  the  speing  between  a  prticle  pirs  of  the 
order  of  200  microns.  The  images  shown  in  Fig  6  are  typical  of 
those  used  to  generate  the  data  shown  in  Fig  10. 
Photogrammetric  distortion  in  the  image  has  been  determined 
directly  by  photographing  a  resolution  test  chart;  this  was 
found  to  generate  less  tlian  1%  error  in  velocity  estimate. 
Image  processing  software  was  written  to  locate  the  optical 
centre  of  intensity  for  each  individual  particle  image.  Given 
the  nature  of  the  images  it  is  estimated  tliat  this  can  be 
achieved  to  an  accuracy  of  8  microns,  which  implies  a 
photographic  measurement  accuracy  of  4%.  However  if  the 
particle  is  travelling  through  the  light  sheet  at  a  significant 
angle  or  is  in  a  flow  region  with  high  turning  the  calculated 
velocity  will  represent  the  resolved  compnent  as  measured  in 
the  plane  of  light.  Tliis  velocity  estinaate  is  comprable  with 
the  eiiuivalent  error  in  the  distance  between  the  two  laser 
spls  fora  single  shot  L2F  measurement. 


■■  ^ 

Fl9iir«  6  Di9<tlttd  PIV  Nvgitiv*  SHovhig  Particiti 


3.  RESULTS  AND  COMPARISON  WITH  COMPUTATIONS 

In  order  to  assess  the  capbility  of  the  present  PIV 
technique  lit  making  accurate  gas  pth  velocity  measurements, 
the  results  are  compred  with  predictions  from  a  fully 
three-diniensional  viscous  flow  solver.  This  flow  solver,  by 
Dawes  (1986),  lias  been  rigorously  evaluated  and  developed. 
It  has  been  shown  to  be  a  reasonably  accurate  method  of 
predicting  turbine  vane  aerodynamics  and  secoirdary  flows 
(Kingcombe  et  al,  1989  and  Harasgama  el  al,  1990). 
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The  grid  useil  in  ll>e  3D  Navier-Slok.es  solver  is  slw5V<i\ 
in  Figure  7.  The  axle  was  run  with  25  (radial)  x  73  (axial)  x 
25  (blade-lo-blade)  grid  points.  The  inlet  boundary  layer 
profile  was  approximately  4.5%  of  span  on  both  inner  and  outer 
annuli  i-md  consisted  of  a  turbulent  profile  (velocity  &  total 
pressure).  The  solution  was  performed  with  the  code 
operating  in  the  fully  turbulent  mode  arxi  utilised  the  mixing 
length  turbulence  model. 


I'ifiirr  7  .  V»iw  IXtail  »inl  <  Ofirf 


Figure  8  shows  the  predicted  blade-to-blade  flow  field  at 
the  same  radial  plane  for  which  the  PIV  data  were  obtained. 
This  radial  plane  is  a  conic  section  which  ties  in  the  same  plane 
as  tin.'  light  sheet  used  for  the  PIV  measurements  as  shown  in 
Figure  9. 

'I'lie  I’iV  measurements  presented  in  Fig  10a  are  in  good 
agreement  with  the  theoretical  plot  shown  in  Fig  10b.  The 
particles  can  be  seen  to  accelerate  and  change  angle  as  they 
pass  through  the  blade  passage.  The  particles  are  following  the 
flow  field,  there  is  no  evidence  to  suggest  that  the  high 
turning  present  is  centrifuging  the  particles  towards  the 
pressure  surface  of  the  blade.  Tlie  Information  shown  in  Fig 
10a  represents  an  analysis  of  two  35  mm  photographic  negatives 
at  (he  design  Mach  number  condition.  The  first  image  was 
made  at  500nsec  pulse  separation  mapped  the  majority  of  the 
particles,  whilst  a  second  image  made  with  a  laser  putee 
separation  of  tmicrosec  was  used  to  visualise  the  slower 
velocity  particles  near  the  leading  edge  of  the  blade  row.  The 
measurements  and  predictions  for  the  present  tests  agree  to 
within  iT"  on  flow  angle  and  ±10%  on  velocity  magnitude. 

The  restricted  view  shown  in  Fig  10a  was  as  a 
consei)uence  of  (he  limited  access  to  the  experiment  and  the 
lime  available  on  the  lest.  A  lack  of  particle  counts  along  the 
centre  of  the  blade  was  (he  result  of  optical  flare  and  distortion 
generaleii  by  (he  join-line  formed  by  tiie  two  perspex  Halves  of 
the  cascade  window. 


4.  FURTHER  DEVELOPMENT  OF  THE  OPTICAL  SYSTEM 

In  the  test  performed  at  RAE  a  standard  35  mm  SLR 
(Single  Lens  Reflex)  camera  and  macro  lens  has  been  used  to 
record  the  data.  Macro  lenses  have  been  developed  for 
photographic  exercises  where  the  image  magniflcation  is  close 
to  unity.  They  have  a  relatively  wide  angle  of  view  and  a 
contpact  fonn.  The  Macro  letw  was  evaluated  by  the 
pltolographic  department  of  RAE  and  was  found  to  have  a 


Pigure  H  Numerical  Vector  Field 


Flgara  9  Stetion  Tliroitgh  Computation  for  Comparison 
With  PIV  Maasutamants 


resolution  of  30  microns,  at  a  stand  off  distance  of  0.125  m 
from  (he  object.  It  was  found  to  exhibit  spiterical  aberration 
as  its  aperture  was  increased.  It  was  also  found  difficult  to 
collect  particle  data  close  to  the  blade  surface  because  of  flare 
from  the  solid  surface. 
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«10*  Figure  I0«  PIV  Velocily  Vecior  Plot 


It  had  be?n  considered  that  the  type  of  lens  used  had 
little  ertect  on  the  resolution  of  the  information  collected  In  PIV 
applications.  The  following  test  showed  this  not  to  be  the 
case.  It  also  demonstrated  that  there  is  a  much  wider 
application  to  turboinachinery  than  previously  envisaged  in  the 
literature.  The  general  application  of  PIV  to  larger  flow 
installations,  for  example  to  make  a  measurement  in  a 
compressor  fan  or  make  a  remote  external  areodynamic 
measurement  requires  a  lens  with  a  small  viewing  angle  and 
high  spatial  resolution.  To  investigate  this  a  diffraction  limited 
lens  with  a  stand  off  range  from  0.55  to  1.7  metres  has  been 
evaluated.  A  diffraction  limited  lens  is  one  where  the 
pliolograpliir  rosohitioii  is  limited  not  by  geometric  aberration 
but  by  tile  wavelength  of  light.  1he  particular  lens  used  was 
of  a  Cassegrain  design.  This  is  similar  to  a  miniature  version 
of  the  design  used  for  the  Hubble  Space  Telescope,  as 
described  by  Cavaghan  (1990);  for  accuracy  this  uses  mirrors 
instead  of  glass  lenses.  The  lens  was  positioned  1.3  m  from 
the  light  sheet.  A  plume  of  particles  directly  from  the  outlet  of 
the  seeder  was  observed  in  the  plane  of  the  light  sheet.  Images 
of  the  500  mn  seeding  particles  were  record^  on  high  speed, 
higli  resolution  pluilugraphic  film  and  processed  through  the 
photographic  enlarger  as  before. 

A  major  advantage  of  a  diffraction  limited  lens  is  found 
due  to  the  snrall  image  Size  of  the  particle  fonned  on  the  film, 
I'ig  II.  This  allows  a  lower  energy  laser  pulse  to  be  used  to 
obtain  images  for  I’lV.  in  practice  an  energy  of  1  m] /pulse  at 


a  working  distance  of  1.3  in  using  the  diffraction  limited  lens, 
cumparL’il  to  30  in] /pulse  with  a  macro  lens  at  a  working 
distance  of  0.125  m.  Reducing  the  pulse  energy  also  reduced 
the  background  flare  from  solid  surfaces  in  the  path  of  the 
Laser  sheet,  thereby  improving  the  sigi\al-to-noise  ratio. 

1'he  authors  see  this  a  major  step  forward  in  the  general 
application  of  PIV  as  a  flow  measuring  tool  and  is  a  result  not 
previously  presented  in  the  literature. 


)  I  DilltaniiM  LimMd  liift  ul  U  5  Mirmn  i jiri  Hanulr.  m  I  ^ 


5.  CONCLUSIONS 

I'his  paper  represents  the  first  publication  to  show  the 
application  of  PIV  to  a  transonic  flow  within  an  annular  turbine 
cascade  using  submicron  particle  seeding.  It  demonstrates  a 
new  direct  approach  to  the  extraction  of  quantitative  whole 
field  data. 

The  Nd/Yag  laser  developed  specifically  for  this  high 
speed  application  produced  100  mj  double  pulses  with  a 
separation  of  5(X)  ns. 

The  particle  seeding  rate  applied  in  this  test  was  idential 
to  that  us^  in  conventional  anemometry  and  particles  were 
sized  in  the  flow  field  to  be  5(X)  nm  in  diameter. 

The  PIV  measurements  have  been  compared  with 
predictions  of  the  flow  Held  using  a  fully  3D  elliptical 
Navier-Stokes  solver.  These  comparisons  liave  shown  good 
agreement. 

The  measurements  made  in  this  paper  represent  a  nearly 
instantaneous  picture  of  a  large  area  of  the  flow,  which  could 
only  be  achieved  by  considerable  traversing  using  conventional 
point  measurement  anemometers. 

PIV  can  be  seen  as  applicable  to  either  a  compressor  or 
turbine,  in  either  the  rotor  or  stator  cases.  It  would  seem  to 
be  a  (|uick  method  for  mapping  an  unsteady  flow  field  such  as  a 
three  dimensional  shock  in  a  first  stage  compressor  by  making 
measurements  at  several  radial  planes. 

It  Iras  been  shown  tlrat  the  method  can  be  developed  to 
flow-field  applications  were  a  considerably  larger  standoff 
distance  maybe  required. 
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The  results  presented  show  tlial  the  previous  laboratory 
tests  liave  now  been  applied  in  an  industrial  environment, 
using  curved  perspex  windows  without  a  loss  in  the  quality  of 
the  data  obtained.  Tiie  test  facility  was  not  compromised  in 
any  respect  to  accommodate  the  optical  system.  The  input 
Nd/Yag  beam  was  'piped'  into  the  cascade  to  form  a  laser  light 
sheet  through  an  existing  8  mm  turbulence  bar. 
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I  1 7.  Abstract 

A  series  of  experiments  have  been  performed  to  demonstrate  the  application 
l^^^bicle  Image  Velocimetry  (PIV)  to  turbomachinery  flows.  The  tests  were  per¬ 
formed  at  transonic  speeds  on  a  fully  annular  engine  size  turbine  nozzle  guide 
vane.  The  vane  cascade  was  installed  in  a  short  duration  Isentropic  Light  Piston 
jCascade  (ILPC)  test  facility  operating  with  high  inlet  turbulence  levels. 

fhe  velocities  derived  from  the  PIV  images  have  been  compared  with  predictions 
from  a  three-dimensional  viscous  numerical  calculation.  It  is  shown  that  the 
experimental  and  predicted  results  are  in  pod  agreement.  It  is  considered  that 
this  technique  has  considerable  potential  in  application  to  turbomachinery  flow 
field  diagnostics. 


